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Abstract
Albeit research on brain-computer interfaces (BCI) for controlling applications has
expanded tremendously, we still face a translational gap when bringing BCI to end-
users. To bridge this gap, we adapted the user-centered design (UCD) to BCI
research and development which implies a shift from focusing on single aspects,
such as accuracy and information transfer rate (ITR), to a more holistic user
experience. The UCD implements an iterative process between end-users and
developers based on a valid evaluation procedure. Within the UCD framework
usability of a device can be defined with regard to its effectiveness, efficiency, and
satisfaction. We operationalized these aspects to evaluate BCI-controlled
applications. Effectiveness was regarded equivalent to accuracy of selections and
efficiency to the amount of information transferred per time unit and the effort
invested (workload). Satisfaction was assessed with questionnaires and visual-
analogue scales. These metrics have been successfully applied to several BCI-
controlled applications for communication and entertainment, which were evaluated
by end-users with severe motor impairment. Results of four studies, involving a total
of N519 end-users revealed: effectiveness was moderate to high; efficiency in
terms of ITR was low to high and workload low to medium; depending on the match
between user and technology, and type of application satisfaction was moderate to
high. The here suggested evaluation metrics within the framework of the UCD
proved to be an applicable and informative approach to evaluate BCI controlled
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applications, and end-users with severe impairment and in the locked-in state were
able to participate in this process.
Introduction
While in 1999, when the first study about BCI-based communication by two
locked-in patients was published [1], it needed to be demonstrated that muscle
independent communication was at all possible; this by now has been
demonstrated with several severely impaired individuals [2–7]. Yet, studies
involving end-users with severe disability are still sparse owing to difficulties with
access to patients, time to acquire data, reduced signal quality and artifacts, costs
and the vulnerability of the target group [8].
BCI research aiming at bringing BCI to end-users at home faces a translational
gap that refers to the lack of detailed knowledge about the end-users of brain-
computer interfacing and bio-psycho-social facets of this human-computer
interaction [9]. Such knowledge is mandatory to successfully transfer BCI
developments from the laboratory of developers to the end-users in need [10, 11].
The framework of the User-Centered Design
The user-centered design (UCD) focuses on usability, i.e. how well a specific
technology suits its purpose and meets the needs and requirements of the targeted
users and was standardized in the ISO 9241–210 [12]. The six principles of this
approach are listed in Table 1 and include early and continuous involvement of
potential users; understanding of user requirements and the whole user
experience; and iterative processes between developers and users. To implement
these principles in the iterative process of assistive technology (AT) development
[13], four practical stages were defined, which address understanding and
specification of users’ needs and the context of use, and evaluation against the
defined requirements (see Table 1). The ISO 9241–210 defines usability as the
‘‘extent to which a […] product […] can be used by specified users to achieve
specified goals with effectiveness, efficiency and satisfaction in a specified context
of use’’ (page 3). This definition of usability implies that a BCI-controlled
application cannot be evaluated without taking into account the context of its use,
and constitutes, thus, a holistic approach to the user experience [14, 15].
Effectiveness refers to how accurate and complete users can accomplish the task
at hand. Efficiency relates the invested costs to effectiveness, i.e., the users’
invested costs and time. User satisfaction entails the perceived comfort and
acceptability while using the product. We define the ‘‘product’’ as the BCI
controlled application. The context of use refers to users, tasks to be
accomplished, equipment, i.e. hardware, software, and materials, and the physical
and social environments in which a product is used ([12], page 2). Importantly,
participants in a UCD process should be chosen to match the expected user
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population as close as possible, thus, clearly implying the involvement of motor
impaired individuals in the evaluation of BCI controlled applications. For
evaluating AT prototypes, end-users need to experience those as imagining such
experience does not suffice and may be impossible for the end-user [16]. Further,
the evaluation tasks should be representative for most users such that results can
be generalized beyond the specific sample. While such tasks have already been
used for the evaluation of single or few aspects of the BCI-end-user interaction,
usability with all its facets, as described above, has not yet been addressed with a
larger sample of end-users with severe impairment including the locked-in state
and with applications aiming at different aspects of daily living, namely
communication and entertainment. For example, Lorenz and colleagues
investigated several usability aspects such as accuracy, workload and learnability
with regards to hybrid BCIs in a sample of 12 healthy participants [14]. Likewise,
Pasqualotto and colleagues compared accuracy, usability, and workload in two
BCIs controlled by different input signals, namely slow cortical and event-related
potentials [17, 18]. In contrast, McCane and colleagues included a large sample of
N525 end-users with amyotrophic lateral sclerosis in all stages of the disease, but
evaluated only accuracy [19].
We operationalised all three aspects of usability – effectiveness, efficiency and
satisfaction - to allow for evaluation of BCI controlled applications and thus,
introducing the user-centered approach in BCI development [20–22]. The aim
Table 1. Principles and stages of the user-centered design (left column) and their transfer to BCI-controlled
applications (right column).
The Principles (P) BCI-controlled application
P1: understand the user, the task
and environmental requirements
Chose appropriate metrics - apply questionnaires for first definition
[59]
P2: encourage early and active
involvement of users
Interaction between users and developers to define the first version
of a prototype [50]
P3: be driven and refined by
user-centred evaluation
Valid evaluation metrics [22]
P4: include iteration of design
solutions
Continuous interaction between developers and end-users in their
home environment leading to several prototypes [21, 51, 60]
P5: address the whole user
experience
Evaluation metrics that covers all aspects of ‘‘usability’’, i.e.
effectiveness, efficiency, satisfaction [21]
P6: encourage multi-disciplinary
design
BCI team of computer scientists, engineers, psychologists, medical
doctors, neuroscientists, AT experts
The Stages (S)
S1: understand and specify the
context of use
Identified need and potential impact [50, 51]
S2: specify the user requirements Questionnaires and interviews [51, 59]
S3: produce design solutions to
meet user requirements
Prototypes available for testing [22, 33, 35, 50, 51]
S4: evaluate the designs against
requirements
Evaluation metrics (effectiveness, efficiency, satisfaction) [60]
This iterative approach has been realized with the BCI controlled Brain Painting. Numbers in parentheses
refer to the publication in which the corresponding steps were realized.
doi:10.1371/journal.pone.0112392.t001
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was to provide a framework for an evaluation based on standardized, generic
metrics that can be applied irrespective of the specific location of the research
team, the specific end-user, the input signal, and the application. The present
paper reports on experience of a unique sample of severely motor impaired end-
users of BCI, and allows, thus, cautious conclusions for usability. Subsets of these
data were previously published as indicated.
Methods
Evaluation metrics
Following the definition of usability, we introduce metrics for effectiveness,
efficiency, and satisfaction (see Table 2 for all evaluation metrics).
Effectiveness
A measure of how accurate and complete a user can accomplish a BCI-controlled
application is how often the intended output can be achieved. Accuracy relates
successful selections to the total number of attempted selections and can be
expressed in percentage of correct responses.
Efficiency
Efficiency relates the costs, i.e. effort and time, invested by the user to
effectiveness. An objective measure of efficiency is the information transfer rate
(ITR) and its modifications with regards to error probability, accuracy, and
practicality while workload constitutes a subjective measure.
Information transfer rate: The ITR, which takes into account the available
number of possible selections and the time needed for a selection, serves as an
objective measure of efficiency for applications aiming at communication (in the
broadest sense). It is expressed in bits per minute and incorporates speed and
accuracy in a single value. A common phenomenon in a BCI-controlled
application is that high ITR can be achieved despite numerous miss-selections if
the number of possible selections is high. However, such a BCI would be of no
practical value as no meaningful communication would be possible. Thus, the
utility metric was introduced and takes into account, that with an accuracy below
50%, no reliable communication can be achieved, i.e. ITR is 0 bits/minute for all
accuracies below 50% [23]. Different ways to obtain ITR have been suggested and
discussed in the literature [24].
Workload: For the assessment of subjective workload the NASA Task Load
Index (TLX) was chosen [25]. Workload in the NASA TLX is defined as a
‘‘hypothetical construct that represents the cost incurred by a human operator to
achieve a particular level of performance’’ (p.140). The NASA TLX measures the
overall workload experienced while operating a specific application and identifies
main sources of workload which is estimated across the dimensions mental,
physical, and temporal demand, and performance, effort, and frustration.
Subjective workload for each dimension has to be rated on twenty step bipolar
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scales with scores from 0 to 100. A weighting procedure combines the individual
scores for each dimension into one total score. It has previously been used to
assess workload of healthy subjects during BCI operation [14, 18].
Satisfaction
User satisfaction refers to the perceived comfort and acceptability while using the
product. We suggest several measures to assess device satisfaction.
Satisfaction with general aspects of the device: THE QUEST 2.0, the Quebec User
Evaluation of Satisfaction with assistive technology (QUEST 2.0, [26]), allows for
quantifying satisfaction with general aspects of a product and was previously
suggested for the measurement of usability of AT [13]. The questionnaire consists
of items that cover 12 aspects. The QUEST 2.0 is considered invalid if scores for
more than six (of 12) satisfaction items are missing; thus, it is important to check
whether the items are adequate to assess a specific application. We considered the
items ‘‘durability, service delivery, repairs/servicing, and follow-up services’’
inadequate for the evaluation of a BCI-controlled application during development
and removed those from the questionnaire. ‘‘Durability’’ was removed also
because EEG amplifiers have already demonstrated their long-term functionality,
electrodes have to be replaced depending on the frequency of use, and our
evaluation procedure did not span a time frame of years such that durability could
become an issue. Items are rated on a Likert-type scale from 1 to 5. Whenever
users are not ‘‘very satisfied’’ they are invited to comment. The arithmetic mean
across all items provides the total satisfaction score.
BCI specific items: Demers and colleagues explicitly invite researchers to add
few items to render the questionnaire more suitable for a specific piece of
technology [26]. Thus, to render the QUEST 2.0 more suitable for evaluation of
Table 2. Evaluation metrics for each aspect of usability.
Aspects of usability Transfer to BCI/applications Metrics Assessment
Effectiveness Accuracy % correct responses each session
Efficiency Information transfer rate Bits/min each session
Utility metric Bits/min (bits/min 50 if effectiveness ,50%) each session
Workload NASA-TLX each session/task
Satisfaction General aspects of AT QUEST 2.0 end of prototype testing
BCI related aspects 4 items (reliability, learnability, speed, aesthetic
design)
end of prototype testing
Match between product and user ATD-PA Device-Initial, Sections Consumer,
Professional
end of prototype testing
Overall satisfaction VAS (0–10) each session
Interview Semi-structured end of prototype testing
Use in daily life Single item end of prototype testing
NASA-TLX 5 NASA Task Load Index.
QUEST 5 Quebec User Evaluation of Satisfaction with Assistive Technology.
ATD-PA 5 Assistive Technology Device Predisposition Assessment.
VAS 5 visual analogue scale.
doi:10.1371/journal.pone.0112392.t002
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 5 / 22
BCI controlled AT we added the four items reliability, speed, learnability, and
aesthetic design. With ‘‘reliability’’ we refer to how reliable the EEG signal can
control the BCI within and between sessions, ‘‘learnability’’ refers to the time and
effort needed to learn how to control the BCI including aspects such as learning to
modulate the respective brain response and the functions of the application. The
content of all items were made explicit to the end-users. This BCI adapted QUEST
is referred to as ‘‘Extended QUEST 2.0.’’ [22]. The added items cannot be
integrated in the total score of the QUEST [26]. As the added items are
particularly relevant for BCI development, we recommend reporting scores for
each item in addition to a total score. To ensure content validity, the work of
Batavia and Hammer (1990) and Scherer and Lane (1997) who developed
consumer-based criteria for evaluation of AT in focus-groups of AT users, and the
experience of BCI and AT experts were used as sources for item selection [27, 28].
Finally, users can be asked to indicate the three most important items of the
Extended QUEST 2.0.
Overall satisfaction: The Extended QUEST 2.0 is not suitable to be applied after
every BCI session as it requires time and it is unlikely that basic aspects
contributing to satisfaction change substantially across sessions with the same
BCI-controlled application. However, we consider it valuable to obtain a coarse
rating of overall satisfaction at the end of each BCI session. Visual analogue scales
(VAS) can provide such a measure. Thus, users can be easily asked after each
session to indicate their overall satisfaction on a VAS ranging from 0 (not at all
satisfied) to 10 (maximally satisfied). Such a rating does not provide any in depth
information about the sources of satisfaction/dissatisfaction, but it allows for easy
monitoring specifically in long-term studies [29].
Use in daily life
An important aspect for any BCI-controlled application is whether a potential
user of the device can imagine indeed using the application in daily life. We argue
that the better the match between potential end-user’s needs and the possibilities
offered by the AT, the more likely it is that the application will finally play a role in
daily life of users. We suggest a respective questionnaire and a face valid question
to assess this aspect.
Match between AT and the user: The Assistive Technology Device
Predisposition Assessment (ATD PA) is part of the set of questionnaires according
to the Matching Person and Technology Model (MPT) [30]. It has been
previously suggested for evaluation of prototypes [13] and we used the
questionnaire ATD PA Device Form – Initial Consumer and Professional. It
addresses the expected technology benefit by asking the end-users (Section
Consumer) and the professional users/AT experts (or the researchers) (Section
Professional) to rate their predisposition of the consumer for using the AT under
consideration. The 12 items of the ATD PA Section Consumer Form have to be
rated on a 5-point Likert-scale from 1 to 5. Users have the option to indicate a ‘‘0’’
if the item is not applicable. The arithmetic mean provides a total score. The
highest possible score is 5.0. Scores between 4.0 and 5.0 indicate a good match of
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 6 / 22
person and AT device. Scores below 4.0 indicate that the match could be
improved. If an item is scored 3 or less, there is a risk of device non-use [30].
Single question about use in daily life: The ultimate proof of BCI use in daily
life is its actual use. To date, the closest we can get to information about potential
use in daily life is a face valid question: ‘‘Based on your experience with the BCI-
controlled application: Can you imagine using the BCI for communication/
entertainment in daily life’’? It has been suggested that a single overall opinion
may be a good indicator for overall evaluation results [16].
Application specific metrics
BCI-controlled applications differ considerably and thus, to receive more
application specific details any face valid measure can be applied in addition to the
proposed evaluation metrics. For example, for the Brain Painting application
visual-analogue scales were introduced to assess frustration and joy and were
applied after every session [29, 31].
End-user Sample
Four different prototypes were tested by N519 participants with severe motor
impairment; n515 tested one, n52 two and n52 three prototypes. These
potential end-users of BCI technology were either BCI novices or had some
experience with BCI due to being involved in previous studies. All users had
experience with AT in their daily lives and thus, had an adequate standard to
which the BCI-controlled application could be compared to. Table 3 describes the
end-user sample.
Ethics Statement
All studies were conducted in accordance with the latest version of the Declaration
of Helsinki (October 2013; http://www.wma.net/en/30publications/10policies/b3/)
and approved by the Ethical Review Boards of the Medical Faculty, University of
Tu¨bingen and Fondazione Santa Lucia. All participants were informed in detail
about the study and signed informed consent.
Input signals for BCI
Either event-related potentials (P300-/ERP-BCI) or sensorimotor rhythms (SMR-
BCI) were used as input signal for BCI control.
For the detailed explanation of signal acquisition and data analysis we refer to
the original studies [21, 22, 32–36]. The EEG was recorded with 8 or 16 channel
caps (see Table 4).
The main difference between the two input signals is that event-related
potentials are triggered in the brain by external stimulation, typically in an
oddball-paradigm (e.g., [37] for review), while sensorimotor rhythms have to be
actively modulated by the user, who is usually instructed to imagine a movement
with finger, hands, arms or feet (motor imagery) [3, 38–40]. Depending on the
input signal BCIs were referred to as ‘‘reactive’’, because the brain reacts to
User-Centered Design in BCI Research
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stimulation, and ‘‘active’’ because a specific state has to be actively evoked by the
end-user [41].
In both, P300-BCI and SMR-BCI effectiveness (accuracy) was expressed as %
correct responses. Due to the number of trials available, efficiency in terms of ITR
could not be calculated according to Nykopp [42] and was thus, always reported
according to Wolpaw and colleagues [43]. Zickler and colleagues also included the
utility metric [23].
For communication the P300-BCI approach was implemented into a
commercially available AT Software (QualiWORLD by QualiLife SA, Lugano,
Switzerland). In this first prototype, the visual stimulation to elicit ERPs deviated
from the classic P300 speller in which letters were flashed row- and columnwise.
Instead, red dots were allocated to each cell in the matrix and the end-users’ task
was to count how often the red dot appeared [22, 44]. Those red dots were also
allocated to ‘‘buttons’’ and links in an emailing program and internet browser.
The red dots appeared in random order and the users’ task was to count how
Figure 1. Transfer of the matrix based speller paradigm to the Qualilife software. Left: To adapt end-
users to the flashing of dots, those were placed in each cell of the well familiar matrix. Instead of the letters
those dots were flashed. Right: Screen shot of the Qualilife communication application. The now familiar red
dots were assigned to each option of the Qualilife communication and control surface. Red dots appear
randomly at each possible ‘‘button’’ to press. Attention needs to be focused on the specific button to be
pressed by counting how often the red dot is appearing.
doi:10.1371/journal.pone.0112392.g001
Table 4. Summary of applications and number of patients involved.
Application
Input signal for
BCI Domain
Number of patients
involved
Number of
channels
Number of sessions
with BCI
Spelling with comer-cial AT soft-
ware (Qualilife) [22]
P300 communication 8 8 4
Brain Painting [21] P300 entertainment 4 16 7
Spelling with AT software – hybrid
[35,47]
P300 + EMG1 communication 9 8 1
Connect 4 [33] SMR2 entertainment 4 16 (64) 6
1electromyogram;
2sensorimotor rhythms.
doi:10.1371/journal.pone.0112392.t004
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often the red dot appeared besides the to-be-selected item (Fig. 1). After selection
of a specific dot, the respective link was followed and a new page was opened. As
the number of averages to achieve good performance was still high and due to
feedback of end-users who stated that the red dot would be too ‘‘flashy’’, in the
second prototype different stimuli (red and green dots and grids) were
implemented and chosen individually for each end-user [32, 35]. Other stimuli
were also available, could be chosen individually, and more can be easily added.
Applications
Four different applications were tested by end-users: two for communication and
two for entertainment (Table 4).
Communication
With the first prototype that implemented the P300-BCI into AT software it was
possible to enter text (text entry), to write and send electronic mails (emailing)
and to surf the internet (browsing). The prototype was evaluated by 8 healthy
participants within one [44] and eight end-users with severe motor impairment
within 4 sessions (4 end-users in [22] and 4 not previously published). Feedback
of participants led to the second prototype which integrated the hybrid concept
[45, 46]. With an EMG controlled switch it was accounted for low speed and the
lack of a delete option [34, 47, 48] (see [35], for full description of the prototype).
Tasks to be completed were also text entry and emailing. In both prototype
evaluations, text entry had to be completed in the copy spelling and free spelling
mode [49]. Nine end-users were included in the evaluation procedure (Table 4)
(3 published in [35], 6 unpublished).
Entertainment
Brain Painting: The Brain Painting prototype was evaluated in seven sessions, five
of which in the free painting mode, by four severely impaired end-users [21] (see
Table 4). Figure 2 depicts a painting by an end-user. The iterative user-centered
approach for refining the P300-BCI controlled Brain Painting application is
summarized in Table 1. In the Brain Painting application letters of the classic
P300 matrix are replaced by icons representing cursor position on the virtual
canvas, objects (square, circle, cloud), opacity, zoom in/out, color, and backspace
for correction of unintended selections. Choosing the color places the object on
the virtual canvas. Thus, several selections are necessary before an object appears
on the canvas [21, 29, 50, 51].
Connect 4: The well known Connect 4 game was adapted such that it could be
controlled by an SMR-BCI. Connect 4 is a strategic game for two people who play
against each other. Coins are placed in rows and columns with the goal to connect
four coins in a row or column before the opponent can do so; the first to succeed
wins the game. The game realizes a 2-class motor imagery (MI) paradigm and the
end-user can select a row by moving the upper cursor from left to right or right to
left (depending on the MI class, e.g. left hand or right hand) and place a coin by
User-Centered Design in BCI Research
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moving the cursor downward (e.g., by feet MI). The MI classes were individually
determined in a calibration session prior to BCI use for gaming. The prototype
was evaluated by four severely impaired end-users in a copy and a free mode
[33, 52].
Results
All aspects of evaluation for applications covering communication and
entertainment could be performed with severely motor impaired users including
Figure 2. ‘‘Grau-Gelb’’ (engl. ‘‘grey-yellow’’) - a painting created with the Brain Painting application by a
locked-in end user with amyotrophic lateral sclerosis ( J Thiele, with permission).
doi:10.1371/journal.pone.0112392.g002
Table 5. Summary of evaluation results.
Effective-ness Efficiency ITR
Satis-faction;
VAS
Satis-faction; QUEST;
BCI specific
Satis-faction; ATD
PA Use in daily life
Applica-tion mean [%], range [%] mean, range mean, range mean, range mean, range (yes/total)
Spelling1 81.3 5.7 6.9 3.8; 1–5 -
57.1–100 2.6–8.6 3.5–10.0 3.5; 1–5 (17/8)
Brain 89.3, 4.9 6.7 4.2; 3–5 3.9
Painting2 86–93 4.6–5.2 5.0–7.9 4.4; 2–5 3.4–4.3 (3/4)
4.73
4.3–5.23
Spelling 87.9 11.9 7.7 3.7; 1–5 2.7
hybrid4 78–100 2.6–36.65 5.0–10.0 3.7; 1–5 1.3–3.4 (1/4)8
Connect 46 60.0 0.53 7.7 3.8; 2–5 3.3
40–80 0.1–1.4 2–10.0 3.9; 2–5 2.3–4.3 (2/4)
14 sessions (copy spelling, free spelling, emailing, internet surfing).
2data refer to the last of 5 free painting sessions.
3Utility metric.
43 sessions (copy spelling with and without EMG correction, free spelling (sentence) and emailing).
5ITR for BCI only; EMG correction not included.
66 sessions (screening, copy task and free mode playing).
7the end-user stated ‘‘maybe’’.
8only 4 of 9 end-users were asked this question.
doi:10.1371/journal.pone.0112392.t005
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those in the locked-in state. Published results for end-users and prototypes can be
found in [21, 22, 32–36]. Here, we report the mean and range for the respective
measure and application in order to demonstrate the applicability of the
evaluation metrics (see Tables 5 and 6 for all results).
Effectiveness
With the P300-/ERP-BCI end-users achieved an accuracy of up to 100% and were
on average in the range of possible meaningful communication which requires an
accuracy of at least 70% [49]. Average performance with the SMR-BCI was 60%,
varied between 40 and 80% and was thus below that of the P300-BCI. For both
BCI input signals across all applications, performance varied between sessions and
end-users (range 40–100).
Efficiency
Information Transfer Rate: Similar to accuracy ITR (according to [43]) varied
between sessions and end-users. For the Brain Painting application the utility
metric was also calculated, but as all subjects performed well above chance level,
both metrics provided similar results. The hybrid approach to BCI provided
highest ITR, as here the number of sequences was adapted individually whereas in
the other application a fixed number of sequences was used. ITR during spelling
was higher than for Brain Painting. This was due to longer pause intervals between
item selections to provide end-users with sufficient time to think about what to
select next for painting. The P300-BCI provided considerably higher ITR than the
SMR-BCI application (Table 5).
Workload: The P300-BCI controlled painting application imposed the lowest
total workload on the users (Table 6). Specifically, mental demand was lower as
compared to all other applications. Effort was lowest in the SMR-BCI controlled
Connect 4 gaming application, which also elicited the highest temporal demand
and frustration. Table 6 presents the detailed results for each workload dimension
and application.
Table 6. Mean and range for all dimensions of workload and total score for each application averaged across tasks and end-users.
Application mental demand physical demand temporal demand performance effort frust-ration total score
Spelling 12.2 6.7 5.8 4.3 10.1 2.2 41.9
1–25 0–33 0–20 0–17 1–27 0–15 9–77
Brain 7.0 4.8 7.0 5.0 6.3 2.3 31.5
Painting 2–20 0–17 1–17 1–8 2–16 0–8 21–49
Spelling 11.5 5.3 6.4 3.0 8.3 3.0 39
hybrid 0–32 0–30 0–27 0–10 0–21 0–27 12–72
Connect 4 10.7 5.0 9.5 3.4 5 4.8 37.5
0–30 0–24 0–27 0–10 1–6 0–27 17–72
The possible range of each subscale and the total score is 0 to 100.
doi:10.1371/journal.pone.0112392.t006
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Satisfaction
Satisfaction with general aspects of the device: The range for all applications was
between 1 and 5 and average ratings were 3.7. With ratings above 4, the
participants indicated higher satisfaction for the Brain Painting application as
compared to spelling and SMR controlled gaming.
BCI specific items: These items cover reliability, learnability, speed and aesthetic
design. As those are particularly relevant for BCI development, we report those in
more detail (Fig. 3). Satisfaction with reliability was rated high (above 4 of 5) for
all P300-BCI applications and below 4 for the SMR-BCI application Connect 4.
Learnability was highly satisfactory for all applications. With around 3, speed was
rated moderate, with the P300-BCI applications not superior to the SMR-BCI
application. Aesthetic design of the AT altogether (including the electrode cap)
was rated between 3 and 4 and was rated lower for the communication as
compared to the entertainment applications.
Overall satisfaction: Overall satisfaction ratings ranged from 2 to 10 and thus,
covered almost the entire range.
Use in daily life
Match between AT and the user: The ATD PA, Device – Initial, Section Consumer
was available for the P300-BCI Brain Painting application, the Hybrid Prototype
for Spelling and the SMR-BCI Connect 4. The range for Brain Painting was
between 3.4 and 4.3 indicating a good match for some users and room for
Figure 3. Ratings for the BCI specific items (explanation see text).
doi:10.1371/journal.pone.0112392.g003
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improvement for others. For Connect 4 the lowest rating was 2.3 and for the
hybrid prototype 1.3 which implies risk of non-use.
Single question for use in daily life: The single question about whether the
potential end-users of BCI-controlled applications could imagine using the device
in daily life was answered by all but 5 subjects (spelling hybrid). For the two
spelling applications the answer was ‘‘No’’ by all but one subject. For Brain
Painting 3 end-users answered ‘‘Yes’’ and one ‘‘No’’, and for Connect 4 the answer
was ‘‘Yes’’ for two end-users, ‘‘Yes, if it worked better’’ for one and ‘‘No’’ for one.
Comments by end-users: At the end of prototype testing, end-users were asked
to comment. Likewise, for satisfaction ratings below ‘‘very satisfied’’ end-users were
asked for their reasons of dissatisfaction. All end-users provided comments. Those in
the locked-in state prepared their comments ahead of time or after the final evaluation.
For all applications the set-up of hard- and software and specifically the
electrode cap with gel was identified as the main obstacle for regular use in daily
life. Exemplary statements were ‘‘Adjustment of EEG-cap and electrodes is too
cumbersome’’, ‘‘I would be very satisfied if everything could be smaller, e.g.
compressed in one device’’, ‘‘cap looks too much like a device used in hospital’’, ‘‘The
BCI-application is good in general, but everything takes too long, e.g. set-up of BCI
and the motor imagery training’’ (Connect 4, three users); ‘‘Should be smaller, have
less parts’’, ‘‘less electrodes and no cables would be better’’ and [with regards to
cables] ‘‘I cannot change sitting position in the wheelchair or move around; in the
public I would feel a bit uncomfortable as the device is so big and eye-catching’’
(Brain Painting, three users); ‘‘looks strange to have many cables and electronic stuff
at one’s body’’ (Spelling hybrid, two users); ‘‘one needs assistance, but not too
difficult’’ (Spelling hybrid, one user); ‘‘the more you use it, the easier it gets’’
(Spelling hybrid, one user); ‘‘it takes a while to adjust the EMG, but when it works,
it is cool’’ (Spelling hybrid, one user); ‘‘too many different parts that have to be
attuned to each other’’, ‘‘Preparation takes too much time’’, and ’’very technical‘‘
(Spelling, three users); ‘‘too cumbersome, would not be able to take it with me’’
(Spelling one user).
Further, speed was judged as too slow as compared to conventional AT software
which was used by all participants for communication and interaction in daily life.
Exemplary comments were ‘‘five times faster would be acceptable’’ and ‘‘eye
tracking systems allow faster selections’’ (Brain Painting, two users); ‘‘takes too long
for real communication or for writing longer sentences/text’’ (Spelling hybrid, one
user); the BCI should be ‘‘twice as fast’’, ‘‘three to four times faster’’, and ‘‘with my
own AT I can write 90 characters per minute’’(Spelling, three users); ‘‘stimulation
tiring’’ (Spelling, two users);‘‘stimulation too fast’’ (Spelling one user); ‘‘too slow,
should be faster’’, ‘‘it did not work in my case’’ (Connect 4, two users).
Discussion
The here suggested evaluation procedure can be applied to potential end-users of
BCI-controlled applications in the field [22, 29, 33, 35, 38, 53, 54] and guide the
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development and further refinement of BCI. The concept of usability proved
adequate to elicit valuable information that can be fed into the iterative process
between users and developers as suggested by the UCD. The samples of end-users
included in the studies also comprised end-users in the locked-in state who have
only residual muscular movement, most likely eye movement. The here suggested
evaluation metrics could also be applied successfully to this end-user group which
is most often seen as target population for BCI-controlled AT devices (see e.g.,
[55]). We, thus, successfully transferred the UCD to BCI research and
development, and it provides a framework for standardized evaluation of BCI
controlled applications.
Studies included here, provided applications for communication in a broad
sense. However, other BCI applications exist, e.g., for rehabilitation after stroke
[56, 57] and restoration of limb movement after high spinal cord injury [53, 58].
The suggested evaluation metrics are also suitable for such applications albeit the
weight of each usability component may differ. For example, for stroke
rehabilitation the task at hand to complete (effectiveness) could be to produce the
required brain activity patterns or to move an orthosis. Brain activity patterns as a
measure of effectiveness would not have to be produced as reliable and accurate as
necessary for communication. However, if the movement of an orthosis serves as
a measure of effectiveness the reliable operation may be much more important for
successful outcome as it provides direct feedback to the end-user of his or her
performance and too many failed attempts may discourage users.
The number of correct selections was on average above 80% for all P300-BCI
based applications indicating high effectiveness. With 60% the SMR-BCI based
gaming application was clearly below that performance which corroborates that
BCIs using event-related potentials as input signal are more practical for
communication as they more likely fulfill the end-users’ wish for higher
communication speed as currently provided by SMR-BCI. A result that is also
supported by Lorenz and colleagues with healthy participants who were slower
and less accurate when item selection had to be performed with motor imagery
and confirmed with event-related potentials (ERP) as compared to vice versa or
solely ERP [14].
With regards to efficiency, information transfer rates were considerably higher
for the P300-BCI controlled applications. The hybrid prototype for spelling
provided an ITR twice as high as the classic P300-BCI. Hybrid approaches to BCI
became more popular in the past few years as they advantageously take into
account any physiological response available to the end-user [14, 45, 46]. The total
workload was moderate for all BCIs with a broad range. It is important to note
that objective and subjective measures of efficiency may considerably dissociate.
For the BCI controlled Connect 4 application ITR was low, but subjectively rated
workload was on average in the range of the P300 controlled applications. Thus,
ITR alone is not a valuable indicator of the potential usability of the targeted
application. This result is important as it is often referred to the ITR when arguing
that one type of BCI outperforms another. The calculation of ITR has to be
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carefully chosen because high an ITR may not necessarily correspond to
meaningful communication.
Average satisfaction as measured with the Quest 2.0 was equal or above 3.7
(rating scale from 1 to 5) for all applications and high for the Brain Painting
application. Importantly, satisfaction with the SMR-BCI controlled gaming
application was equal to that of the P300-BCI controlled spelling applications
despite considerably lower effectiveness and efficiency (ITR) which might reflect
higher error tolerance when using a BCI for entertainment. This again
corroborates the need of multilevel assessment when aiming at bringing BCI-
controlled applications to end-users. Ratings for the BCI specific items were above
or equal to 3.5 for all applications. End-users rated learnability for all BCI
applications high. Likewise, reliability was rated high for all P300 applications
including the hybrid BCI. Satisfaction with aesthetic design was moderate, and
care has to be taken that the device does not attract even more attention to end-
users with disability.
None of the end-users involved in our evaluation studies could imagine using
the BCI spelling applications for communication in daily life, as assessed with the
face valid question. In contrast to the spelling applications, 5 of 8 end-users could
imagine using those for entertainment in daily life. Surprisingly, this held also true
for the SMR-BCI controlled Connect 4 despite lower ratings for reliability and
only low effectiveness and efficiency (ITR). Also, lower ratings for aesthetic design
did not affect the vision of daily BCI use. These results suggest that potential end-
users of BCI-controlled applications are more tolerant with regards to reliability,
speed, and aesthetic design when the BCI is aiming at entertainment as compared
to communication. In contrast to communication, entertainment – here: gaming
and painting – is for joy and pleasure and can be regarded as an add-on provided
communication is ensured. This higher error tolerance was corroborated by an
end-user with ALS who has been using the Brain Painting application in daily life
without experts present. She indicated high satisfaction despite frequent low to
moderate subjectively perceived BCI control [29]. However, when it comes down
to the basic need of communication, obstacles are less tolerated as only one of 12
potential end-users could imagine using the BCI for communication in daily life.
This is an important result for BCI developers as it clearly demonstrates that if
BCI-controlled applications are aiming at communication, effectiveness and
efficiency are of highest importance, whereas when entertainment is the goal, it
might be more focused on design and other gadgets. However, this assumption
needs to be confirmed in future studies. Other face valid measures of BCI usability
in daily life are the number and duration of BCI sessions [29, 31].
Conclusions
The UCD to the development of computer-based interactive systems provides a
theoretical framework which can guide the design of mandatory translational
studies on how to transfer BCI-controlled applications from the laboratory of
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developers to the end-users’ homes (Fig. 4). Appropriate measures for evaluation
of usability are now available and proved to be deployable with severely paralyzed
and locked-in potential end-users of BCI-controlled applications. This is an
important result as such end-users may be restricted in their attentional capacities
and their time available for such evaluation. In addition to these basic measures of
usability, which include effectiveness, efficiency and satisfaction, application
specific metrics can be added to either category and open interviews can provide
more detailed information. Thus, the UCD appears to be suitable as a solid pillar
for bridging the translational gap. Evaluation results of the here summarized
studies suggest that applications for communication and control require higher
accuracies to be perceived satisfactory than those for entertainment and that if the
BCI-controlled application matches the end-users needs it is used despite low to
moderate effectiveness. If BCI developers are willing to participate in the iterative
process of the UCD and to take its results into account, we are more likely to
provide BCIs that match the end-users needs and will be used in their daily life.
We are confident that with further evaluation studies along the UCD, the BCI
community will eventually be able to provide indication criteria for individual
users and the type of BCI, and to establish home use without experts being
present.
Figure 4. Key user-centered design activities (from [12]) adapted to BCI-controlled applications. If the application matches the individual end-user’s
needs, it will very likely be used in daily life.
doi:10.1371/journal.pone.0112392.g004
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 18 / 22
Acknowledgments
Disclaimer: This manuscript only reflects the authors’ views and funding agencies
are not liable for any use that may be made of the information contained herein.
This work was supported by the European ICT Program Project FP7-224631
(TOBI) and FP7- 288566 (BackHome). Website: http://ec.europa.eu/research/fp7/
index_en.cfm.
Author Contributions
Conceived and designed the experiments: AK EH AR CZ TK SK PS LD EJH DM.
Performed the experiments: EH AR CZ PS LD EJH. Analyzed the data: AK EH AR
CZ. Wrote the paper: AK EH AR CZ TK SK PS LD EJH DM.
References
1. Birbaumer N, Ghanayim N, Hinterberger T, Iversen I, Kotchoubey B, et al. (1999) A spelling device
for the paralysed. Nature 398: 297–298.
2. Kaufmann T, Schulz SM, Koblitz A, Renner G, Wessig C, et al. (2013) Face stimuli effectively prevent
brain-computer interface inefficiency in patients with neurodegenerative disease. Clin Neurophysiol 124:
893–900.
3. Ku¨bler A, Nijboer F, Mellinger J, Vaughan TM, Pawelzik H, et al. (2005) Patients with ALS can use
sensorimotor rhythms to operate a brain-computer interface. Neurology 64: 1775–1777.
4. Nijboer F, Sellers EW, Mellinger J, Jordan MA, Matuz T, et al. (2008) A P300-based brain-computer
interface for people with amyotrophic lateral sclerosis. Clin Neurophysiol 119: 1909–1916.
5. Piccione F, Giorgi F, Tonin P, Priftis K, Giove S, et al. (2006) P300-based brain computer interface:
reliability and performance in healthy and paralysed participants. Clin Neurophysiol 117: 531–537.
6. Riccio A, Simione L, Schettini F, Pizzimenti A, Inghilleri M, et al. (2013) Attention and P300-based
BCI performance in people with amyotrophic lateral sclerosis. Front Hum Neurosci 7: 732.
7. Sellers EW, Donchin E (2006) A P300-based brain-computer interface: initial tests by ALS patients. Clin
Neurophysiol 117: 538–548.
8. Ku¨bler A (2013) Brain-computer interfacing: science fiction has come true. Brain 136: 2001–2004.
9. Ku¨bler A, Holz EM, Kaufmann T, Zickler C (2013) A User Centred Approach for Bringing BCI
Controlled Applications to End-Users. In: Fazel-Rezai R, editor. Brain-Computer Interface Systems -
Recent Progress and Future Prospects: InTech.
10. Friedrich EV, Scherer R, Neuper C (2013) Long-term evaluation of a 4-class imagery-based brain-
computer interface. Clin Neurophysiol 124: 916–927.
11. Ku¨bler A, Mattia D, Rupp R, Tangermann M (2013) Facing the challenge: bringing brain-computer
interfaces to end-users. Artif Intell Med 59: 55–60.
12. ISO 9241–210 (2008) Ergonomics of human system interaction - Part 210: Human-centred design for
interactive systems (formerly known as 13407). International Organization for Standardization (ISO)
Switzerland.
13. Arthanat S, Bauer SM, Lenker JA, Nochajski SM, Wu YW (2007) Conceptualization and
measurement of assistive technology usability. Disabil Rehabil Assist Technol 2: 235–248.
14. Lorenz R, Pascual J, Blankertz B, Vidaurre C (2014) Towards a holistic assessment of the user
experience with hybrid BCIs. J Neural Eng 11: 035007.
15. van de Laar B, Nijboer F, Gu¨rko¨k H, Plass-Oude D, Nijholt A (2011) User experience evaluation in
BCI: Bridge the gap. Int J Bioelectromagn 13: 157–158.
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 19 / 22
16. Choi YM, Sprigle SH (2011) Approaches for evaluating the usability of assisstive technology product
prototypes. Assist Technol 23: 36–41.
17. Pasqualotto E, Simonetta A, Gnisci V, Federici S, Belardinelli MO (2009) Usability evaluation of
BCIs. In: P.L.Emiliani, L.Burzagli, A Como, F.Gabbanini, Salminen A-L, editors. Assistive Technology
from Adapted Equipment to Inclusive Environments, AAATE 25 Assistive Technology Research Series.
Amsterdam: IOS Press pp. 882.
18. Pasqualotto E, Simonetta A, Gnisci V, Federici S, Belardinelli MO (2011) Toward a usability
evaluation of BCIs. Int J Bioelectromagn 13: 121–122.
19. McCane LM, Sellers EW, McFarland DJ, Mak JN, Carmack CS, et al. (2014) Brain-computer interface
(BCI) evaluation in people with amyotrophic lateral sclerosis. Amyotroph Lateral Scler Frontotemporal
Degener 15: 207–215.
20. Hoogerwerf EJ, Desideri L, Malavasi M, Rimondini M, Ku¨bler A (2013) Towards a framework for user
involvement in research and development of emerging assistive technologies. AAATE Vilamoura,
Algarve, Portugal.
21. Zickler C, Halder S, Kleih SC, Herbert C, Ku¨bler A (2013) Brain Painting: usability testing according to
the user-centered design in end users with severe motor paralysis. Artif Intell Med 59: 99–110.
22. Zickler C, Riccio A, Leotta F, Hillian-Tress S, Halder S, et al. (2011) A brain-computer interface as
input channel for a standard assistive technology software. Clin EEG Neurosci 42: 236–244.
23. Dal Seno B, Matteucci M, Mainardi LT (2010) The utility metric: a novel method to assess the overall
performance of discrete brain–computer interfaces. IEEE Trans Rehabil Eng 18: 20–28.
24. Schlo¨gl A, Kronegg J, Huggins J, Mason SG (2007) Evaluation Criteria for BCI Research. In:
Dornhege G, Milla´n JdR, Hinterberger T, McFarland D, Mu¨ller K-R, editors. Toward brain-computer
interfacing. Cambridge, MA: MIT Press. pp. 373–391.
25. Hart SG, Staveland LE (1988) Development of NASA-TLX (Task Load Index): Results of empirical and
theoretical research. In: Hancock PA, Meshkati N, editors. Human Mental Workload. Amsterdam: North
Holland Press. pp. 139–183.
26. Demers L, Weiss-Lambrou R, Ska B (2002) The Quebec User Evaluation of Satisfaction with Assistive
Technology (QUEST 2.0): an overview and recent progress. Technol Disabil 14: 101–105.
27. Batavia AI, Hammer GS (1990) Toward the development of consumer-based criteria for the evaluation
of assistive devices. J Rehabil Res Dev 27: 425–436.
28. Scherer MJ, Lane JP (1997) Assessing consumer profiles of ‘ideal’ assistive technologies in ten
categories: an integration of quantitative and qualitative methods. Disabil Rehabil 19: 528–535.
29. Holz EM, Botrel L, Kaufmann T, Ku¨bler A (2014) Independent BCI home-use improves quality of life of
a patient in the locked-in state (ALS): A long-term study. Arch Phys Med Rehab. In Press.
30. Corradi F, Scherer MJ, Lo Presti A (2012) Measuring the Assistive Technology Match. In: Federici S,
Scherer MJ, editors. Assistive Technology Assessment Handbook. London, UK: CRC Press. pp. 49–65.
31. Holz EM, Botrel L, Kaufmann T, Ku¨bler A (2013) Long-Term Independent BCI Home-Use by a Locked-
In End-User: An Evaluation Study. 5th International BCI Meeting. Asilomar, Pacific Grove, CA.
32. Holz EM, Botrel L, Ku¨bler A (2013) Bridging Gaps: Long-Term Independent BCI Home-Use by a
Locked-In End-User. TOBI Workshop IV. Sion, Switzerland.
33. Holz EM, Ho¨hne J, Staiger-Sa¨lzer P, Tangermann M, Ku¨bler A (2013) Brain-computer interface
controlled gaming: evaluation of usability by severely motor restricted end-users. Artif Intell Med 59: 111–
120.
34. Riccio A, Holz EM, Arico P, Leotta F, Aloise F, et al. (2013) A hybrid control of a P300-based BCI: a
solution to improve system usability? 5th International BCI Meeting. Asilomar, Pacific Grove, CA.
35. Riccio A, Holz EM, Arico P, Leotta F, Desideri L, et al. (2014) A hybrid control of a P300-based brain-
computer interface to improve usability for people with severe motor disability. Arch Phys Med Rehab. In
Press.
36. Riccio A, Leotta F, Tiripicchio S, Mattia D, Cincotti F (2011) Can Severe Acquired Brain Injury Users
Control a Communication Application Operated through a P300-Based Brain Computer Interface? 5th
International Brain-Computer Interface Conference. Graz, Austria: Graz University of Technology.
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 20 / 22
37. Kleih SC, Kaufmann T, Zickler C, Halder S, Leotta F, et al. (2011) Out of the frying pan into the fire—
the P300-based BCI faces real-world challenges. Prog Brain Res 194: 27–46.
38. Blankertz B, Sannelli C, Halder S, Hammer EM, Ku¨bler A, et al. (2010) Neurophysiological predictor
of SMR-based BCI performance. Neuroimage 51: 1303–1309.
39. Neuper C, Scherer R, Reiner M, Pfurtscheller G (2005) Imagery of motor actions: differential effects of
kinesthetic and visual-motor mode of imagery in single-trial EEG. Brain Res Cogn Brain Res 25: 668–
677.
40. Wolpaw JR, McFarland DJ (2004) Control of a two-dimensional movement signal by a noninvasive
brain-computer interface in humans. Proc Natl Acad Sci U S A 101: 17849–17854.
41. Zander TO, Kothe C (2011) Towards passive brain-computer interfaces: applying brain-computer
interface technology to human-machine systems in general. J Neural Eng 8: 025005.
42. Nykopp T (2001) Statistical modelling issues for the adaptive brain interface. Helsinki: Helsinki
University of Technology. 113 p.
43. Wolpaw JR, Ramoser H, McFarland DJ, Pfurtscheller G (1998) EEG-based communication:
improved accuracy by response verification. IEEE Trans Rehabil Eng 6: 326–333.
44. Riccio A, Leotta F, Bianchi L, Aloise F, Zickler C, et al. (2011) Workload measurement in a
communication application operated through a P300-based brain-computer interface. J Neurol Eng 8:
025028.
45. Mu¨ller-Putz GR, Breitwieser C, Cincotti F, Leeb R, Schreuder M, et al. (2011) Tools for Brain-
Computer Interaction: A General Concept for a Hybrid BCI. Front Neuroinform 5: 30.
46. Pfurtscheller G, Allison BZ, Brunner C, Bauernfeind G, Solis-Escalante T, et al. (2010) The hybrid
BCI. Front Neurosci 4: 30.
47. Holz EM, Riccio A, Reichert J, Leotta F, Arico P, et al. (2013) Hybrid-P300 BCI: Usability Testing by
Severely Motor-restricted End-Users. TOBI Workshop IV. Sion, Switzerland.
48. Riccio A, Holz EM, Arico P, Leotta F, Aloise F, et al. (2013) Towards a hybrid control of a P300-based
BCI for communication in severely disabled end-users. TOBI Workshop IV. Sion, Switzerland.
49. Ku¨bler A, Neumann N, Kaiser J, Kotchoubey B, Hinterberger T, et al. (2001) Brain-computer
communication: self-regulation of slow cortical potentials for verbal communication. Arch Phys Med
Rehabil 82: 1533–1539.
50. Ku¨bler A, Halder S, Furdea A, Ho¨sle A (2008) Brain painting: BCI meets art. In: Mu¨ller-Putz GR,
Brunner C, Leeb R, Pfurtscheller G, Neuper C, editors. 4th International Brain-Computer Interface
Workshop and Training Course. Graz, Austria: Technical University of Graz. pp. 361–366.
51. Mu¨nßinger JI, Halder S, Kleih SC, Furdea A, Raco V, et al. (2010) Brain Painting: First evaluation of a
new brain-bomputer interface application with ALS-patients and healthy volunteers. Front Neurosci 4:
182.
52. Ho¨hne J, Holz E, Staiger-Salzer P, Mu¨ller KR, Ku¨bler A, et al. (2014) Motor imagery for severely
motor-impaired patients: evidence for brain-computer interfacing as superior control solution. PLoS One
9: e104854.
53. Rohm M, Schneiders M, Muller C, Kreilinger A, Kaiser V, et al. (2013) Hybrid brain-computer
interfaces and hybrid neuroprostheses for restoration of upper limb functions in individuals with high-
level spinal cord injury. Artif Intell Med 59: 133–142.
54. Schreuder M, Riccio A, Risetti M, Dahne S, Ramsay A, et al. (2013) User-centered design in brain-
computer interfaces-a case study. Artif Intell Med 59: 71–80.
55. Wolpaw JR, Wolpaw EW (2012) Brain-computer interfaces: principles and practice. New York, USA:
Oxford University Press.
56. Cincotti F, Pichiorri F, Arico P, Aloise F, Leotta F, et al. (2012) EEG-based Brain-Computer Interface to
support post-stroke motor rehabilitation of the upper limb. 34th Annual International Conference of the
IEEE Engineering in Medicine and Biology Society 2013/02/01 ed. San Diego, USA. pp. 4112–4115.
57. Ramos-Murguialday A, Broetz D, Rea M, Laer L, Yilmaz O, et al. (2013) Brain-machine interface in
chronic stroke rehabilitation: a controlled study. Ann Neurol 74: 100–108.
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 21 / 22
58. Wang W, Collinger JL, Degenhart AD, Tyler-Kabara EC, Schwartz AB, et al. (2013) An
electrocorticographic brain interface in an individual with tetraplegia. PLoS One 8: e55344.
59. Zickler C, Di Donna V, Kaiser V, Al-Khodairy A, Kleih S, et al. (2009) BCI applications for people with
disabilities: defining user needs and user requirements. In: P.L.Emiliani, L.Burzagli, A Como,
F.Gabbanini, Salminen A-L, editors. Assistive Technology from Adapted Equipment to Inclusive
Environments, AAATE 25 Assistive Technology Research Series. Amsterdam: IOS Press pp. 185–189.
60. Holz EM, Zickler C, Riccio A, Ho¨hne J, Cincotti F, et al. (2013) Evaluation of Four Different BCI
Prototypes by Severely Motor-Restricted End-Users. 5th International BCI Meeting. Asilomar, Pacific
Grove, CA.
User-Centered Design in BCI Research
PLOS ONE | DOI:10.1371/journal.pone.0112392 December 3, 2014 22 / 22
